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Abstract: Objective: This study was designed to evaluate whether the high concentration of bilirubin is able to inter-
fere the determination of alkaline phosphatase (ALP). Methods: Clinical tests evaluating the interfering substance 
of bilirubin of various concentrations on the determination of ALP were conducted based upon the Clinical and 
Laboratory Standards Institute (CLSI) document EP7-A2, the most recent guideline on interference testing approved 
in 2005. Results: Paired t-test comparing different doses of bilirubin revealed that the concentration of 1 000 
µmmol/L bilirubin negatively interfered the determination of ALP levels. The experiment designed with five differ-
ent concentrations of bilirubin showed that bilirubin can exert negative interference on the measurement of ALP in 
a linear pattern. Conclusion: High concentration of bilirubin can cause false measurement of ALP levels, probably 
interfering with the clinical prognosis of liver diseases.
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Introduction

Alkaline phosphatase (ALP) is a routine labora-
tory test used to screen for liver disease and 
elevated levels are often the first indication of 
chronic hepatic lesions, which is also an impor-
tant index for evaluating the severity and prog-
nosis of liver illnesses [1]. Recent data also 
indicated that elevated serum alkaline phos-
phatase levels are associated with increased 
mortality in patients with metabolic syndrome 
and they also suggested that higher levels of 
serum alkaline phosphatase is a predictor of 
mortality independent of the baseline preva-
lence of metabolic syndrome [2].

Hyperbilirubinemia is one of the common symp-
toms encountered by patients with liver diseas-
es.  A variety of previous investigations have 
proven that high concentrations of bilirubin 
exert significant interference on the determina-
tion of multiple biochemical substances [3-5].

This paper is designed to investigate whether 
high levels of bilirubin are able to pose interfer-
ence upon the detection of ALP in patients with 
hyperbilirubinemia in laboratory settings, there-

by affecting the clinical diagnosis and progno-
sis of hepatic diseases in clinical practice. The 
laboratory procedures of the interference test 
were conducted strictly according to the Clinical 
and Laboratory Standards Institute (CLSI) docu-
ment EP7-A2, the most recent guideline on 
interference testing approved in 2005 by the 
U.S. Committee for Clinical Laboratory 
Standards [6].

Materials and methods

Instruments and reagents

Instruments

Olympus AU5400 analyzer (Olympus America, 
Melville, NY). It has been verified that the linear 
range of total bilirubin is: 0-1009 μmol/L.

Reagents

The purity of standard bilirubin was 99%. The 
ALP activity was measured using an ALP kit 
based upon AMP buffermethod. The levels of 
total bilirubin kits were measured by total biliru-
bin kits by employing the Diazonium method.
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Methods

The end-point method was performed for the 
measurement of ALP and total brilirubin on the 
biochemical analyzer.

Preparation of bilirubin stock solution

A total of 60 mg bilirubin was accurately 
weighed and added into a test tube. Then 5 mL 
of 0.4% NaOH solution was supplemented and 
constantly shaken for even mixture. When 
approaching the presence of complete dissolu-
tion of bilirubin, 0.4% NaOH solution was sup-
plemented by droplets until the presence of full 
dissolution. The saturated bilirubin solution 
was prepared and stored at -20°C freezer for 
subsequent preparation. After calculation, the 
concentration of bilirubin in the experiment was 
expected to be approximately 13 650 μmol/L. 
Considering the degradation property of biliru-
bin when placed under light, the final concen-
tration of bilirubin in this experiment was deter-
mined as the mean value of 10 times mea- 
surements.

Preparation of basic samples

The concentration of the test specimens should 
be designed to include high, low and medical 
decision levels. Fresh serum was obtained from 
healthy individuals who had not taken medica-
tion in the past 3 days. The serum samples 
should have no signs of hemolysis, jaundice or 
lipemia.

Since bilirubin is an endogenous metabolite, 
therefore, the final concentration of bilirubin 
may be excessively high, which probably influ-
ences the credibility of the experimental out-

comes. To properly prevent the incidence of 
such events, the concentration of bilirubin in 
the basic samples was lower than 10 μmol/L. 
The final concentrations of ALP and bilirubin in 
the mixed serum were determined by laborato-
ry instruments. 

The respective serum samples with high and 
low levels of ALP were chosen and mixed with a 
rational proportion to adjust the final concen-
tration of ALP up to 50, 150 and 400 U/L strict-
ly in accordance with the medical decision level 
proposed by Stander et al.  

Preparation of the control and test samples

Based upon the 3-year clinical experience in 
our hospital, the limit of high concentration of 
bilirubin was approximately 1 000 μmol/L. 
Therefore, the bilirubin level of the test samples 
was adjusted to 1 000 μmol/L. As required by 
document EP7-A2, the proportion of diluted 
sample should be controlled under 5%, sug-
gesting that the concentration of interfering 
substances should be 20 times (or above) high-
er compared with the test samples. However, 
the maximal level of bulirubin of the test sam-
ples (saturation samples) did not exceed 13 
650 μmol/L, significantly lower than the 
required level of 20 000 μmol/L. Thus, the vol-
ume of the undiluted solution was approximate-
ly 1/13 of the total volume and the sample con-
centration was diluted by approximately -7.7%.

Interfering sample preparation: 1200 μl basic 
sample + 100 μl stock solution of bilirubin.

Control sample preparation: 1200 μl basic 
sample + 100 μl 4% NaOH.

Number of replicates

The number of replicates was determined by 
initially calculating the ratio of the maximal 
allowable error (dmax) and the within-run stan-
dard deviation (s) and then identified the num-
ber of replicates according to corresponding 
dmax/s, as indicated in Table 1. 

In this study, the maximum allowable error was 
determined based upon the biological varia-
tion, and the total error (TE) of ALP achieved 
11.7% [1]. The dmax of each item was equal to 
the  means of the basic sample * the maximum 
allowable error %. 

Table 1. Number of replicates corresponding to 
dmax/S
dmax/S No. of replicates dmax/S No. of replicates
0.8 41 1.5 12
1 26 1.6 10
1.1 22 1.8 8
1.2 18 2 7
1.3 16 2.5 5
1.4 14 3 3
Note: where (within-run) standard deviations were calcu-
lated from 20 times repeated measurements of the control 
samples; dmax is the maximum allowable interference when 
measuring concentration. 
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Table 2. Preparation of dose-response sample formulation
Sequence No. Formulation Estimated concentrations of total bilirubin (μmol/L)
1 (L) Low Pool 1300 μL < 10
2 (3L + 1H) Low Pool 300 uL+ High Pool 100 μL 250
3 (2L + 2H) Low Pool 200 μL+ High Pool 200 μL 500
4 (1L + 3H) Low Pool 100 μL + High Pool 300 μL 750
5 (H) High Pool 1300 μL 1000

Sample analysis

The test (T) and control (C) samples were ana-
lyzed in an alternating order, e.g. C1T1C2- 
T2C3T3....CnTn.

To prevent the system affected by the test sam-
ples, deionized water was additionally supple-
mented to protect the control samples influ-
enced by the test samples. As shown in the 
formula C1T1CxCxC2T2CxCxC3T3...CxCxCnTn, 
the results of the additional control sample (Cx) 
were eliminated. The concentrations of buliru-
bin and ALP were detected simultaneously.

Data analysis

The obtained data were subject to “point esti-
mation” in terms of the interfering effect by 
comparing the dobs (defined as the difference 
between the average values of the test and 
control samples) and the cut-off value (dc) using 
the following equation, dobs=xtest-xcontrol. The 
interfering effect existed when dobs>dc.

Note: n is the actual sample size.

The cut-off value (dc) can be computed for a 
two-sided test using the following equation:

dc=(dnull + sZ1-α/2)/ n

Note: dnull was the value stated in the null 
hypothesis, constantly equal to 0. 

The 95% confidence interval (CL) of the inter-
fering effect can be calculated according to 
the following equation

95% Confidence Interval (CL)=(
_
x test - 

_
x control) ± 

t0.975, n-1
2
n
s2

Note: s is within-run standard deviation, n is the 
number of replicates for each sample, t 0.975, 
n-1 is taken from a Student t-table as the 97.5th 
percentile of t-distribution with n-1 degrees of 
freedom. (For n > 30, substituting 2.0 for t 
0.975, n-1 is a reasonable approximation).

Preparation of dose-response samples

The dose-response experiment determines the 
relationship between the interfering concentra-
tion and the magnitude of interference, which 
permits the estimation of the effect at any 
interfering concentration within the range test-
ed, as illustrated in Table 2.

The low concentration samples can be pre-
pared by referring to the preparation method 
for the control samples; The high concentration 
samples can be prepared according to the pro-
cedures for the test samples.

Table 3. Evaluation of the interfering effects of total bilirubin on the determination of ALP

Level Base pool 
(mmol/L)

Total allowable 
error (TE%) dmax

Withim 
SD (S) dmax/S Number of 

replicates
Control 

pool (U/L)
Test pool 

(U/L) dobs dc Interference 
judgment

LOW 53 11.70% 6.20 0.52 11.93 3 49.5 13.1 -36.4 0.49 Yes

MED 165.6 11.70% 19.38 1.06 18.28 3 152.2 118.4 -33.8 1.01 Yes

HIGH 433.3 11.70% 50.70 3.41 14.87 3 396.5 369.3 -27.2 3.24 Yes

Table 4. Interference effects of high concentrations of bilirubin on the measurement of ALP levels
Control sample (U/L) Test sample (U/L) Interference effects error Imprecision Bias Total allowable error

LOW 49.5 13.1 -73.54% 3.20% 6.40% 11.70%
MED 152.2 118.4 -22.21%
HIGH 396.5 369.3 -6.86%
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All samples were analyzed in a random order 
to avoid run-to-run variables

A total of five concentrations were analyzed 
within the same analytical run. The first set of 
replicates was analyzed in an ascending order, 
the second set in a descending order and the 
third set in an ascending order, etc., with the 
purpose to average out any systematic drift 
effects [2].

SPSS16.0 statistical software

SPSS16.0 statistical software was utilized for 
data analysis.

Results

Evaluation of the interference effects of total 
bulirubin was illustrated in Table 3.

The interference effects of high concentrations 
of bilirubin on the detection of ALP levels were 
shown in Table 4 below.

Dose-response experiment of bilirubin interfer-
ence ALP.

Evaluation of interfering effects

Different concentrations of interfering errors 
can be estimated by linear regression ana- 
lysis (Figures 1-3).

Discussion

New protocols for measuring interfering sub-
stances are needed. These could be developed 
by a Clinical and Laboratory Standards Institute 
(CLSI) committee on interfering substances. 
The most recent CLSI guideline on interference 
testing in clinical (document EP7-A2) was 
approved in 2005 [6]. The testing of both inter-
fering substances as well as analytical accura-
cy might be best performed by a notified body 
instead of the monitor’s manufacturer. The 
evaluation scheme can be widely used in clini-
cal laboratory testing methods, instruments 
and various types of specimens, especially for 
analyzing the potential interfering substances. 
In this study, “paired-difference” experiments 
at higher concentrations of potential interfering 
substances (bilirubin) for initial screening. After 
verifying that bilirubin is the interfering sub-
stance, “dose-response” experiments were 
conducted to evaluate the association between 
the concentration of interfering substances 
and the degree of interference. Whether the 
interfering effects of bilirubin upon ALP level 
was equally evaluated objectively. 

As shown in Table 4, high concentrations of bili-
rubin played a role in the negative interference 
of ALP levels from low- and moderate-concen-
tration samples were -73.54% and -22.21%, 
respectively, which exceeded the total allow-
able error of 11.7%. In this experiment, the out-
comes and regression formulas proved that the 
interfering effects caused by different concen-
trations of bilirubin can be estimated.

Figure 3. Dose-response experiment of bilirubin in-
terference (high ALP).Figure 1. Dose-response experiment of bilirubin in-

terference (low ALP).

Figure 2. Dose-response experiment of bilirubin in-
terference (medium ALP).
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These results suggest that when patients were 
clinically diagnosed with hyperbilirubinemia, 
ALP alone should not be directly utilized as a 
diagnostic parameter if the interfering effects 
of bilirubin can not be confirmed. Bilirubin prob-
ably inhibits the enzyme activity, especially by 
exerting negative interfering effects since bili-
rubin is a type of reducing agent, which is able 
to weaken electron and proton transmission 

[7].

This study indeed has certain limitations as 
below: First, the substance of bilirubin supple-
mented to the serum samples may differ from 
the endogenous bilirubin yielded within human 
body. Second, the test samples used in this 
experiment are unable to represent the sam-
ples in clinical settings. Third, the concentra-
tion of the test samples may be excessively low, 
high.

Acknowledgements

The ethics committee of Beijing You’an Hospital 
approved this study.

Disclosure of conflict of interest

None.

Address correspondence to: Dr. Zhong Wang, De- 
partment of Clinical Laboratory Center, Beijing 
You’an Hospital, Capital Medical University, Beijing 
100069, China. Tel: 86010-87556698; Fax: 86010-
87556698; E-mail: docwangzhong@126.com

References

[1]	 Yingwu Y, Yusan W, Ziyu S. National Clinical 
Laboratory Procedures [M] 3rd edition Nan-
jing: Southeast University Press; 2006. 80, 
476,485-490.

[2]	 Krishnamurthy VR, Baird BC, Wei G, Greene T, 
Raphael K, Beddhu S. Associations of Serum 
Alkaline Phosphatase with Metabolic Syn-
drome and Mortality, Am J Med 2011; 124: 
566.e1-566.e7

[3]	 Hullin DA, McGrane MT. Effect of bilirubin on 
uricase-peroxidase coupled reactions. Implica-
tions for urate measurement in clinical sam-
ples and external quality assessment schemes 
Ann Clin Biochem 1991; 28: 98-100.

[4]	 James DR, Price CP. Interference in colorimet-
ric reactions for measuring hydrogen peroxide. 
Ann Clin Biochem 1984; 21: 398-404.

[5]	 Cobbaert CM, Baadenhuijsen H, Weykamp 
CW. Prime Time for Enzymatic Creatinine 
Methods in Pediatrics. Clin Chem 2009; 55: 
549-558.

[6]	 McEnroe RJ, Burritt MF, Powers DM, Rhein-
heimer DW, Wallace BH. Interference testing in 
clinical chemistry; approved guideline—sec-
ond; 2005.

[7]	 Pyles LA, Stejskal EJ, Einzig S. Spectrophoto-
metric measurement of plasma 2-thiobarbitu-
ric acid-reactive substances in the presence of 
hemoglobin and bilirubin interference. Proc 
Soc Exp Biol Med 1993; 202: 407-419.

mailto:docwangzhong@126.com

